
WAC 246-240-605  Records of installation, maintenance, adjust-
ment, and repair of remote afterloader units, teletherapy units, and 
gamma stereotactic radiosurgery units.  A licensee shall retain a re-
cord of the installation, maintenance, adjustment, and repair of re-
mote afterloader units, teletherapy units, and gamma stereotactic ra-
diosurgery units as required by WAC 246-240-357 for three years. For 
each installation, maintenance, adjustment and repair, the record must 
include the date, description of the service, and name(s) of the indi-
vidual(s) who performed the work.
[Statutory Authority: RCW 70.98.050. WSR 06-05-019, § 246-240-605, 
filed 2/6/06, effective 3/9/06.]
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