
WAC 246-228-040  Operating requirements.  (1) Procedures. Routine 
operating procedures shall be written and available to all analytical 
X-ray equipment workers. No person shall be permitted to operate ana-
lytical X-ray equipment in any manner other than that specified in the 
procedures unless such person has obtained written approval of the ra-
diation safety officer.

(2) Bypassing. No person shall bypass a safety device unless such 
person has obtained the written approval of the radiation safety offi-
cer. Such approval shall be for a specified period of time. When a 
safety device has been bypassed, a readily discernible sign bearing 
the words "SAFETY DEVICE NOT WORKING," or words having a similar intent, 
shall be placed on the radiation source housing. The requirements set 
forth in WAC 246-228-020(1) shall also be met.
[Statutory Authority: RCW 70.98.050 and 70.98.080. WSR 91-15-083 (Or-
der 183), § 246-228-040, filed 7/23/91, effective 8/23/91. Statutory 
Authority: RCW 43.70.040. WSR 91-02-049 (Order 121), recodified as § 
246-228-040, filed 12/27/90, effective 1/31/91. Statutory Authority: 
RCW 70.98.050. WSR 81-01-011 (Order 1570), § 402-40-050, filed 
12/8/80; Order 1084, § 402-40-050, filed 1/14/76.]

Certified on 2/20/2023 WAC 246-228-040 Page 1


		2023-02-21T14:42:37-0800
	Electronic transmittal




