
WAC 246-240-354  Surveys of patients and human research subjects 
treated with a remote afterloader unit.  (1) Before releasing a pa-
tient or a human research subject from licensee control, a licensee 
shall survey the patient or the human research subject and the remote 
afterloader unit with a portable radiation detection survey instrument 
to confirm that the sources has [have] been removed from the patient 
or human research subject and returned to the safe shielded position. 

(2) A licensee shall retain a record of these surveys in accord-
ance with WAC 246-240-593.
[Statutory Authority: RCW 70A.388.040 and 70A.388.110. WSR 22-19-084, 
§ 246-240-354, filed 9/20/22, effective 10/21/22. Statutory Authority: 
RCW 70.98.050. WSR 06-05-019, § 246-240-354, filed 2/6/06, effective 
3/9/06.]
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